


finnl effluent quality, Occasionally, an acidic stream can be
combined with an alkaline stream to produce a final stream
which is close to neutral. pH measurements assure the prop-
er manpgement of this cost saving technigue,

More About pH (For Those Who Really Want to Knowk:

To understand more about pH, we need to know more
about the chemistry of water. A molecule of water (Fig, 1) is
eompased of one oxygen stom and two hvdrogen atoms and
looks something like this,

/®\ H=Hydrogen
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FIGURE 1

In pure water, most of the water molecules remain intact,
However, a very small amount of them resct with each other
(Fig, 2) in the following manmner,

. +
= H .
@ ® | Y @
Il !
I I 1 \
| | A |
I 1 1 Iy LS 5
HO + HO H0 H"
Water Water Hydranium + Hydroxyl
lan lon
| Acid| | Base
FIGURE 2

The hydronium jon (H,0*) is the chemical unit which ac-
eounts for the acidic properties of a solution. The hydroxy]
ion is the chemical which acoounts for the basic or alkaling
properties of o solution. As you can see, when pure water
reacts as described in Figure 2, it produces an equal amount
of HO" and OH", Thus, it does not have an excess of eithar
bon. It is therefore called & newtral solution,

If & strong acid, such as hydrochboric acid (HCL, is added
Lo water, it repcts with some of the water molecules os
follows:

HCl 4+ H,D HO* + CI
Thus, the addition of HC to water increases the H,0* or acid
concentration of the resulting solution,

If a stromg base, such as sodium hydroxide, is added to
waker, it ipnizes as follows:

MaOH = et o+ OH"
Thus, the addition of NaOH to water increases the OH or
alkali concentration of the resulting solutions.

Another interesting aspect of water i= that the concentra:
tion of H0" and OH remain in balance with each other, An
increass in the concentration of H,0" causes & proportional
decrease in the concentration of OH", Accordingly, a table (3)
can be constructed which shows the relationship of pH.
H .0 concentration, and OH concentration,

Table 3
lom Activity (M oleslitre

pH H.O* | Ackd) OH" (Basel
0 1.0 000000 1
1 0.1 0. (R0 |

I
13 O.00000MMMMKNY 0.1
14 D0000MKKKNNNT 1.0
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Five Things to Note About Table 3:

1. As the acid (H,0%} concentration decreases, the pH in-
CRERBES.

2. Ag the acid [H,0% concentration decreases, the bhase
{OH") concentration increases proportionately.

3. AtpH 7 the acid iH,07) and base |OH) concentrations are
equal. This is called the neutral point.

4. The pH scale represents the number of places the decimal
point is moved to the keft of one in expressing the scid
(H,O* | concentralion.

b. Each pH unit represents a ten-fold change in H,0* or OH"
concentration. For example, solution at pH 6 is 10 times
mare concentrated in H O jons than a solution at pH 7.

Thus, you can see from Table 3 that the pH scale is a far
maore concise way of quantitatively expressing the acidicy of

& solution,

Solution to Problems in
Staining Techniques

An Editorial

During & review of numerous textbooks and publications on
histologic technique, it became evident that the type of
waler (tap, distilled, demineralized, or de-lonized) to be used
in staining procedures is frequently not mentioned, Too lictle
attention has been devobed to this important aspect of
preparing stains and solutions.

The cancentration of hydrogen ons plays a significant role
in staining reactions. Variations in this factor will alter the
pH of a solution, especially if the preparation does not re-
quire the addition of an acid. metal, or base,

Table 1 illustrates the range in pH of tap and distilled
waler obtained during o $-day period in our labormtories.
Contrel of hydrogen ion concentration is a reguirement for
e definitive and differential staining reactions.

Dr. Ralph D Lillie,' in his excellent book, suggests that
when purchasing dyes, it is wise to specify the cober index
number (C.I. Na.). He further provides the index number for
the dye color for most of the methods he presents, and often
the source of the dye. Unfortunately, this essential informa-
tion has been omitted from some other authoritative texts. [t
is possible for inconsistent and even negative staining reac-
tions to oceur if dyes bearing sdentical names but different
calor index numbers are interchanged,

Table 1
Vurintion in Concentration of Hydrogen lons
in Distilled and Tap Water Owver o 9-Day Period

Type of
Hending Waler pH
First. reading AD* .4
Tap 6.8
2 wesks later Al b1
Tup 6.4
4 weaths later Al 4.9
Tap Tk
& months laber &0 d.4
Tap i |
Ower-all Comparative
Variation
AD 4.4-5.3
Tap 6.8-7.4

* A D sdigrilled water
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Basic fuchsin of C.01. No, 42510 is required for the -
tion of aldehyde fuchalnt to demnnwur.u Paget mlgeﬁ:;j;-
fuchsin of C.1, No, 42500 cannot be employed because the
possibility of inforior results is markedly increased, In a per-
=sonal conversation, D, Lillie disclosed that basic fuchsin

1L Mo, 426000 is unacceptable for staining acid-fast bacilli.
Ao recommaended C.1, No, 42510 instend, Likewise, methyl
green |C.1. No. 525900 is the dye of choice in the methyl
green-pyronin Y procedure to demonstrate desoxyribose and
ribase nucleic acids,

In many instances dyes of the same neme having varia-
tions in (.1 number, as well as dyes having the same C.1.
riirnkber, pmduc& varialboms in :ll:ni:ni.ng' reactions, It is also
useful to know the dye bot or batch number, in the event the
technician encounters a poor dye with the proper C.1.
number. These problems can be reduced or eliminated with
the establishment of a slmple 3x5" card file of sslent infor-
mation on various stains and C.I. numbers that by ex-
perience have proven best for given procedures (Table 21
This infermation will assist in insuring that the laboratory
regrders the same item. This in turn provides a method for
quality control of the staining method and will identify the
dye with the technigue,

Tahble 2

Iiye Information Heguired
1. Diye: Acid Fuchsin
2. Source: Harleco (Cat. Mo, 218)
3. Dive content: BE
4.C.1. Na, 42685
5. Lot Na. A48
f. Tachn]th Van Gieson - Masson

o~ Dhye content is also an important aspect of tissue staining

nce it is possible to obtain a given dve with a wide range of
dye contents, For example, ackd fuchsin 1C.1. No. 42685)
ranges from 58-TE%. Eosin varies from % to 4%, and
parargsanilin (C.1. No, 42600 may be obtained in concentra-
tions from 94 to ¥9%, Such differences are not rore. A study
wins conducted bo reveal the importance of dye content, Acid
fuchsin C.I. No. 42685 was selected for the survey. Lots of
the dye from five moanufacturers and distributors vielded
concentrations of 54, B0, 65, 66 and T5%, respectively, The
acid fuchsin dyes rated ot 76 and 58% concentrotions were
selected, A one-tenth of 1% aqueous solution was prepared
wilth each, The 75% salution has a pH of 2.9 nnd the REO
solution 8 pH of 4.6, The lntter dye did not stain tissooe sec
thons, The former performed satisfoctorily, The conclusion
from this elementary stody was that the pH is dependent
upon dye content and was responaible for unsatisfactory
staining when the 58% product was waed,

Additional solutions, one-tenth of 1%, were prepared, and
I ml of glacial acetic acid. ACS, was added to each, The solu-
tion with an initial dye content of 75% yielded a pH of 2.65.
A pH of 2.75 was observed in the diluted. acidified 58% prod-
uek The staining results from both solutions were satisfac-
tory mnd identical, The relationship of pH and dye content is
ohvious, important, and cannot be overlooked or disregard-
ed, The variation in dye content and the pH of the staining
solution may exploin the varied staining results ohtained in
different Inboratories even though identical staining pro-
cedures are employed.

Helerence:

. Lillie, R.1D.; Histopathalogic Technic and Practical Histo-
chemiafry, Third Edition, McGraw-Hill, New York, 8 a8,

19465,

* Dir, Robert W, Mowry recently studied aldehyde fuchsin stalning
This excellent articke can be found in: Seafn Techasdogy, Yal, 53
Moo 3, 141163 1974,

Technigque to Prevent Collapse of
Eve Globe and Detachment of the
Retina During Processing

Mohammad Asif
American HistoLab
Silver Spring, MD 208910

The following technique wis developed to prevent collapse of
eve globes and detachment of the reting during processing.
The procedure has not been attempted on human eve globes
and therefore no comment will be made in that regard. Tt hos
I:l-lal:l:l-:rpt ustd extensively on dog and mabbit eyes with good
resulis,

The rabhit VRS WENE fixed in 10% meulrsl buffered for-
malin and the dog eves were foced in Zenker's selution,

Te-:-hllque.
. After fixation, the eve is opensd with a flat razor blede,
starting several millimeters from either side of the optic
nerve and passing through the cornea, just outside the
limbus, The center portion containing the pupil and optic
nervae is thot portion used for processing.
If the pathology dees not invalve the vitreous bumor,
remave it by placing the eye in water.

. Cut strips of paper* the length of the circumference of the
oye and twice tﬁ: thickness of the cut surfaces,
Fold the paper strip in half and roll around & pencil.
Place one end of Lhe paper against the clllary progess and
gently wnroll the paper inside the eve, Trim off excess
paper. Dhp the eyve in waler to allow paper to soften and
form against the nner wall of the eye. (Note: If reting is
detached, attempt to tesse in place before applving
paper.|

6. Process eye in the conventional manner. Remoye paper

before ambedding.

* The mast sotisfactory paper is bond, and thot used for reproduc-
tion an xerox machines,

Improved Calcium Demonstration
An Editorial

The Von Kos=a silver procedure for demonstrating calcium
salts has been used extensively since 1901, The technigue ia
excellent but the results are often variable because of sevaral
oversights on the part of many histobegy technicians, Soma
of the problems are;

1. Use of unbuffered formalin for fixetion,

2. Use of artificial light for sibver developmaent.

3. Inadequate exposure of tissus sections to the silver

solution,

The problem related to the use of unbufered formalin is ex-
plained in another editoral appearing elsewhere In this issue
of Histo-Logic, Therefore, no further comment on this sub-
ject will be made hore,

The second problem relates to the use of artificial LHght
(ultra-violet lamp or 100 watt bulb) instead of direct sunlight
for development of the silver nitrate. Direct sunlight pro-
duees black silver deposits in a few minutes, while artificial
lamps produce brown results after a pro 'FI-B:I14.I| Ume
need not wait for a sunny day to take a vam-lﬂ;a the
results achieved by sunlight, since a cloudy day produce
the same results, However, the exposure pericd may have to
be extended,

Inadequate exposure of the tissue to the silver nitrate solu-
tion is the third problem. Slides should be placed in the 5%
silver nitrate solution in direct sunlight for 10-16 minutes, 1f
the day is cloudy, slides should be exposed to the silver
nitrate solution for 30 minutes, The Yon Kossa method for
caleium with a.pprﬂpri.tle- modifications follows.
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fits all current Tissue-Tek || Base Molds and Chuck Adapter. Made of special
solvent-resstant material, UniCassette is also compatible with decalcifying solu-
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Ti ke i
issue-Tek® Il Uni-Cassette
The perfect mating of cassette and lid
for double duty convenience '
The tfirst of a nes gemeration of processiembedding cassettes designed to make :
yvour pob rasier. Mo more covers b wash, TesueTek 1 UneCassette comes with an 2
attached lid thats there when vou want it |1 & mated to the cassette base # .
throwughout processing, but is easily detachable prior to embedding Uni-Cassettn - a

tions and mcmowave technigues

Axailable from your Lab-Tek Distributor

AT Tesue-Tak 10 Uni-Cssyetie, 15000 Unel assothes pis case: b elispeaser boses al 250
A7 Tissue-Tek 11 Cabinet Complete, plasiic bedraverr filang Cabhirss with 1500 Lini-Cassties

For maore information andior samples, contact youwr Lab-Tek sales representative, or wiite
Lab-Tek Dhvision, Miles Laboratones, Inc, 30475 Morh Aumea Road, Napereille, IL

H1540 e T
" i : . Ddains T 1 LIE
The most innovalive idea in cassettes, .-'E
g Von Kosan Method for Caleium Staining Procedure:
Fl:llhl:u: . 1. Deparaffinize and hydrate slides to distilled water.
1% huffered neutral formalin 2. Place slides in silver nitrate solution for 15 or 30 minotes
Micratemy: |g-n introcuction)
i o] ‘ 3. Rinse slides in distillod water,
RiSachywm: ok [ Iconl 4. Place slides in sodium thiosulfate solution for 2 minutes.
Solations; 5. Rinse slides well in distilled water,
% Rilver Mitrate t. Counterstain slides in nuelear fast red solution for 5 min-
Silver nitrate, | ; e e 1 11 utes,
Mhistilled water. S . 100,00 ml 7. Rinse slides in distilled water.
8. Dehyvdrate in 5% aleohol, absoliule aleohol, and clenr in

5% Sodiom Thivsuliate EHrpur
Sodinm thiosullate. T N 11 1 18 |
DHstilled water. . R , 1HLD ml

Nuclenr Fozi Hed (Kernschirot)
DHasolyve 0.1 gm nuclear fast red b 100 ml of a 54%
solution of aluminum sulfate with aid of heat
Cool, filter, add grain of thymaol as a preservative,

gylene, two changes each,
8, Mount coverslip with resinous media,

Roesulis:

Cabcium salt= - hilack e
Nuchai - pesdd

Cytoplasm - light pink

T receive vour owen persanal copy of HESTO-LOGIC. or 1o have an essocise

added 13 the mailing list, submmit home sddress ;. Lab-Tek Division, Miles

Ladwwalories, Inc.. WWATS Morth Auvroras Rd. Maperville, llinsis S0540
Primied in L).5.A.
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The edicor wishes o selicit snformation. questions, and articles relsting
Lo e echnodag . Subaiil (hese 1) Léd O, Luna. Editor. Hsbo-Logs:.
Py, Box 36, Lanhams, Mar vignd JOROE A iscles, photographs. eic., will
nal he relurnedd pnlcss requesied in writing when they are submiiied.




